WHOI-89-10 


The  17-Meter  Flume  at  the 
Coastal  Research  Laboratory. 

Part  I:  Description  and  User's  Manual 


by 

Cheryl  Ann  Butman 
and  Robert  J.  Chapman 


Woods  Hole  Oceanographic  Institution 
Woods  Hole,  Massachusetts  02543 


May  1989 


Technical  Report 


Funding  was  provided  by  the  Minerals  Management  Service  under  contract  Number  14-12-0001-30262; 
Sea  Grant  under  contract  Number  NA86-AA-D-SG090;  the  Office  of  Naval  Research 
Young  Investigator  Program  under  contract 
Number  N00014-86-K-0579;  and  the  Walter  A  and  Hope  Noyes  Smith 

Special  Studies  Award. 

Reproduction  in  whole  or  in  part  is  permitted  for  any  purpose  of  the 
United  States  Government.  This  report  should  be  cited  as: 

Woods  Hole  Oceanog.  Inst.  Tech.  Rept.,  WHOI-89-10.  CRC-89-2. 

Approved  for  publication;  distribution  unlimited. 


Approved  for  Distribution: 


Albert  J.  Williams  3rd,  Chairman 

Department  of  Applied  Ocean  Physics  and  Engineering 


THE  17-METER  FLUME  AT  THE 
COASTAL  RESEARCH  LABORATORY. 
PART  I:  DESCRIPTION  AND  USER’S  MANUAL 


Cheryl  Ann  Butman 
and  Robert  J.  Chapman 


Ocean  Engineering  Department 
Woods  Hole  Oceanographic  Institution 
Woods  Hole,  Massachusetts  02543 


Accesion  For  f 

PiTlS  CRA&I 

DfFJ  TAB 

□ 

□ 

1  J.ijIltiCjIlO  1 

— . . — 

— 

By . . . 

Diit'ibijfio'i  / 


Avjilability  Codes 


!  Av/jil  a  .d  I  or 
Di'il  Special 


ISSPICTED 


ABSTRACT 


The  17-Meter  Flume,  a  recirculating,  temperature-controlled,  seawater  channel,  was  re¬ 
cently  constructed  in  W.H.O.I.’s  Coastal  Research  LaboratoryTor  studies  of  boundary-layer 
flows  and  sediment  transport,  and  for  interdisciplinary  research  where  adequate  simulation  of 
the  neat-bed  flow  environment  is  required.  The  flume  chemnel  is  17.3-m  long  by  0.6-m  wide 
and  can  be  filled  to  a  maximum  depth  of  0.3  m.  The  water  is  circulated  by  a  centrifugal  pump 
and  is  temperature  controlled  to  ±  0.5®C  over  a  range  of  about  4-30‘^C.  Made  of  fiberglass, 
glass,  pletstics  and  high-grade  stainless  steel,  all  surfzures  of  the  flume  that  come  into  contact 
with  the  water  are  noncorrosive  and  nontoxic  to  organisms.  The  flume  is  equipped  with  a 
computer-controlled,  two-axis,  laser-Doppler  velocimeter  (LDV)  for  detailed,  accurate  and 
precise  measurements  of  flow  characteristics  anywhere  along  the  flume  channel.  In  addition 
to  detailed  descriptions  and  illustrations  of  all  components  of  the  flume,  this  report  provides 
instructions  for  use  of  the  flume  and  associated  instrumentation.  In  Part  II,  flume  flow  char¬ 
acteristics  measured  with  the  LDV  are  illustrated  and  evaluated  relative  to  theoretical  and 
empirical  expectations  for  open-channel  flows. 
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1  INTRODUCTION 


The  growing  interest  in  coeistal-ocean  processes  during  the  ieist  decade  has  accentuated 
the  need  for  laboratory  facilities  where  various  aspects  of  the  coastal-ocean  environment  can 
be  simulated  under  controlled  conditions.  Laboratory  flumes  that  can  simulate  flow  regimes 
dyneunically  similar  to  those  occurring  in  coastal  waters  eire  required  because  hydrodynamics 
is  the  backdrop  for  all  ocean  processes.  Such  flumes  can  be  used  for  direct,  detailed  studies 
of  the  hydrodynaunics,  as  well  as  for  interdisciplinary  studies  of  the  interaction  of  the  flow 
with  other  (e.g.,  geological,  biological  or  chemical)  phenomena.  While  there  are  numerous 
flumes  and  flume  facilities  both  nationally  and  internationally,  of  those  which  have  the  proper 
dimensions  and  flow  forcing  for  simulating  a  wide  range  of  steady,  coastal-ocean  flows,  few 
can  be  filled  with  seawater  or  are  temperature-controlled,  severely  limiting  their  application 
to  interdisciplinary  studies  of  marine  processes. 

The  17-Meter  Flume,  a  recirculating,  temperature-controlled,  seawater  channel  construct¬ 
ed  in  the  Coastal  Research  Laboratory  at  Woods  Hole  Oceanographic  Institution,  was  specif¬ 
ically  designed  for  studies  of  biogeochemical  and  fluid-dynamical  questions  which  can  be 
adequately  addressed  in  a  steady-flow  environment.  It  was  designed  to  generate  the  range  of 
flow  speeds  and  shear  stresses  typical  of  boundary-layer  flows  in  coastal-ocean  waters.  While 
it  was  modeled  primarily  after  the  “0.6  Metre  Flume*  at  Canada’s  National  Water  Research 
Institute  Hydraulics  Laboratory  in  Burlington,  Ontario  (NWRI,  1982),  the  design  is  typi¬ 
cal  of  other  freshwater  flumes  used  in  studies  of  high  Reynolds  number,  open-channel  flows 
(e.g.,  Nezu  ic  Rodi,  1986)  and  sediment  transport  (e.g.,  Vanoni,  1946).  In  contrast  to  most 
other  flumes,  however,  the  17-Meter  Flume  does  not  have  a  large  head  tank,  is  temperature- 
controlled  to  ±  0.5°C  over  a  range  of  about  4-30‘’C,  and  all  surfaces  which  come  into  contact 
with  the  water  are  noncorrosive  and  nontoxic  to  marine  organisms.  It  is  equipped  with  a  two- 
axis,  forward-scatter,  laser-Doppler  velocimeter,  that  is  automated  and  computer-controlled 
for  state-of-the-art  measurements  of  flow  characteristics  anywhere  in  the  17.3-m-long  channel. 

Dr.  William  D.  Gr2uit  (Ocean  Engineering  Department,  WHOI)  conceived  the  17-Meter 
Flume,  and  supervised  the  design  and  construction  until  his  unexpected  death  in  October 
1986.  We  completed  the  construction  during  1986  and  1987,  and  diagnostic  studies  of  flume 
flow  characteristics  were  carried  out  during  1987  and  1988.  Our  description  of  the  flume 
facility  is  broken  into  two  parts.  Part  I  (this  report)  provides  comprehensive  descriptions  of 
the  flume  emd  associated  instrumentation,  examples  of  flume  settings  to  achieve  selected  flow 
regimes,  and  detailed  instructions  for  the  use  of  this  facility.  Part  II  (Trowbridge  et  al.,  1989) 
evaluates  meeisured  chuacteristics  of  flow  in  the  17-Meter  Flume  relative  to  theoretical  and 
empirical  expectations.  In  addition,  the  design  criteria  and  a  more  detailed  description  of  the 
flume  cooling  system  is  given  in  Chapman  <k  Galat  (1988). 


6 


2  DESCRIPTION  OF  THE  FLUME  AND  ASSOCIATED 
INSTRUMENTATION 

2.1  THE  FLUME  PROPER 


The  17-Meter  Flume  (refer  to  Fig.  1)  is  a  recirculating  system  capable  of  producing  a 
wide  range  of  flow  regimes.  The  flow  regimes  develop  in  the  raceway  as  the  water,  driven  by 
gravity,  flows  down  the  channel.  The  outflow  from  the  raceway  falls  into  one  of  two  collection 
basins.  The  circulation  system  draws  from  the  sump  basin  and  provides  a  continuous  supply 
of  water  to  the  headbox.  The  resulting  flow  regime  varies  as  a  function  of  raceway  slope,  the 
downstream  weir  setting,  and  volumetric  flow  rate. 


2.1.1  The  Raceway 

The  raceway  is  a  rectangular  channel  17.3  m  in  length  with  a  cross  section  60  cm  wide 
by  30  cm  deep.  The  raceway  is  constructed  of  molded  fiberglass  and  supported  on  two  steel 
I-beams.  The  channel  is  joined  to  the  beams  with  bolts  allowing  for  fine-tuning  of  the  channel 
elevation.  The  raceway  has  a  pivot  at  the  downstream  end  and  is  supported  by  hydraulic 
jacks  at  the  upstream  end.  Raising  the  jacks  1  mm  increeaes  the  rzwreway  slope  0.0044  degrees. 
The  smooth-walled  channel  has  plate  glass  windows  at  8  locations  along  the  raceway  to  allow 
viewing  and  LDV  measurements  of  the  flow.  The  windows,  measuring  102-cm  long  by  27-cm 
high  anc  6.3-mm  thick,  are  mounted  flush  with  the  sidewalls  to  minimize  flow  disturbance.  To 
achieve  a  wide  range  of  flow  regimes  there  is  a  set  of  vertical  blinds  located  17  m  downstream 
that  act  as  a  weir  (Fig.  2).  The  weir  controls  the  depth  and  discharge  for  a  given  slope. 

The  bottom  of  the  fiberglass  channel  is  below  the  lower  edge  of  the  viewing  windows 
and  prevents  LDV  measurements  directly  above  the  bottom  of  the  raceway.  Thus,  a  false 
bottom  was  constructed  of  2-cm  thick  PVC  (polyvinylchloride)  panels  to  bring  the  bottom 
into  view.  The  false  bottom  consists  of  14  individued  panels,  60-cm  wide  by  1.22-m  long,  that 
run  the  entire  length  of  the  raceway.  The  panels  are  joined  at  the  seams  with  stainless  steel 
pins  to  assure  a  smooth  transition  between  the  panels  (Fig.  3).  The  2-cm-thick  pemels  are 
chosen  to  prevent  buckling,  and  thus  to  create  a  perfectly  smooth  bottom.  Some  waviness 
exists,  however,  with  maximum  relief  of  ~1  mm.  An  emalysis  by  J.H.  Trowbridge  (pers. 
comm.)  of  the  potential  effects  of  this  relatively  low-relief,  wavy  bed  on  the  bottom  shear 
stress  (Kobayuhi  ic  Madsen,  1985)  for  typical  flume  flow  conditions  revealed  that  the  effect 
was  negligible  (a  few  percent). 

Individual  panels  can  be  removed  and  replaced  with  sediment  or  p2uieis  modified  for  a  par¬ 
ticular  experiment.  For  experiments  requiring  sediment  depths  greater  than  2  cm,  the  flume 
is  equipped  with  a  removable,  deep  sediment  box.  The  box  can  be  inserted  at  a  location  12  m 
downstream  centered  in  the  raceway  so  that  sediments  ue  flush  with  the  flume  false  bottom. 
The  box,  with  inside  dimensions  of  48-  by  48-  by  36-cm  deep,  has  a  false  bottom  that  can  be 
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Figure  2:  Detailed  drawing  of  the  vertical 
weir,  located  at  the  terminus  of 
the  flume  r:u:eway  (see  Fig.  1). 
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Figure  3:  Two  panels  of  the  flume  false  bottom,  showing  how  they  are  pinned  together, 
making  a  completely  smooth  transition  in  surface  texture  between  each  panel. 


raised  in  5  cm  increments.  The  dimensions  of  the  opening  in  the  bottom  of  the  flume  for  this 
box  also  allows  for  insertion  of  a  50-  by  50-cm  box  core  taken  from  the  field. 

Attached  to  the  entrance  of  the  raceway  is  a  headbox  that  provides  a  smooth  transition 
from  the  turbulent  flow  in  the  return  pipe  to  a  flow  in  the  entremce  region.  It  is  intended 
to  minimize  secondary  circulation  and  surface  waves.  This  transition  is  eu:hieved  through  an 
expanding  and  turning  section.  The  water  first  goes  through  im  expanding  section;  then,  it 
turns  90”  and  heads  straight  up  through  another  expanding  section.  The  water  is  then  at 
the  level  of  the  raceway  where  the  flow  is  driven  down  the  flume  by  gravity  (and  a  horizontal 
pressure  gradient  if  there  is  a  significant  surface  slope)  balanced  by  the  frictional  drag  of  the 
flume  surfaces  and  inertial  (i.e.,  acceleration^  effects.  The  headbox  cont2uns  both  turning 
vanes  to  reduce  cross-stream  flows  produced  in  the  turn  and  a  horizontally  fixed  plate  to 
dampen  sv  >.ce  waves.  At  the  exit  of  the  headbox  there  is  a  flow  straightener,  a  plexiglass 
grid  corr  p  -d  of  1.2  cm  squares  7.5-cm  long,  which  limits  secondary  circulations  that  may 
have  be'  '  .produced  in  the  transition  region.  At  the  downstream  end  of  the  raceway  a 
Y-shapod  section  diverts  the  outflow  into  one  of  the  two  sections  within  the  collection  basin. 


2.1.2  The  Collection  Basin 


The  collection  beisin  is  constructed  of  20-cm-thick  concrete  walls  painted  with  a  USDA-  and 
FDA-approved  epoxy  paint  that  is  non-toxic  to  organisms.  The  collection  area  is  composed  of 
two  tanks,  a  sump  area  and  a  settling  basin.  The  system  can  be  run  using  just  the  sump  area 
or  using  the  sump  area  and  the  settling  basin.  The  sump  area  is  3.6  by  3.6  m.  The  bottom  is 
1.3-m  deep  at  the  edges  and  slopes  down  to  a  depth  of  2.1  m  at  the  center,  where  the  pumping 
system  draws  water  to  be  circulated.  The  outflow  pipe  is  covered  with  mesh  to  prevent  the 
pump  from  being  damaged  by  large  debris.  The  sump  area  also  contains  heat  exchangers  for 
the  cooling  system  (see  2.4  for  detailed  description).  The  panels  are  located  directly  over  the 
outflow  pipe.  The  settling  basin  is  a  1.1-m  wide  emd  1.3-m  deep  channel  that  wraps  around 
the  sump  area.  The  settling  basin  drains  into  the  sump  Mea  over  a  weir  that  is  located  in 
the  wall  which  separates  the  two  areas.  Adjustment  of  the  weir  height  allows  flow  through 
the  settling  basin  that  will  permit  particles  of  a  specific  size  to  settle  out  before  reaching  the 
weir,  and  thus  preventing  their  recirculation  from  the  collection  area  to  the  flume. 


2.1.3  The  Circulation  System 

The  circulation  system  draws  water  from  the  sump  basin  using  a  centrifugal  pump.  The 
pump  is  driven  by  a  25  hp  electric  motor  and  is  capable  of  pumping  liquid  heavily  laden 
with  suspended  matter  (i.e.,  sediment  slurries).  The  pump  runs  at  a  constant  speed  and  is 
able  to  pump  up  to  0.095  m®  s”^  at  13.7  m  total  dynamic  head.  A  valve  between  the  pump 
and  the  raceway  regulates  the  discharge  of  the  pump.  Located  between  the  pump  and  the 
pump  regulation  valve,  there  is  also  a  bypass  valve  that  discharges  back  into  the  sump  eirea. 
The  bypass  is  used  to  maintain  the  efliciency  of  the  pump  when  the  system  is  circulating  at 
low  speeds.  The  bypass  also  increases  the  circulation  of  water  over  the  heat  exchzmgers  to 
increase  the  efliciency  of  cooling  system.  The  circulation  system  is  constructed  of  non-toxic 
epoxy  pipe,  except  the  return  pipe,  which  is  made  of  15-cm  diameter  PVC.  The  return  pipe 
extends  the  length  of  the  flume  below  the  raceway,  from  the  pump  regulation  valve  to  the 
headbox. 


2.2  THE  LASER  DOPPLER  VELOCIMETER 
2.2.1  Introduction 

The  flume  is  equipped  with  a  two-axis,  forward-scatter,  laser-Doppler  velocimeter  (LDV) 
for  non-intrusive  and  simultaneous  measurements  of  the  horizontal  and  vertical  velocities  at 
any  point  in  the  flow.  The  LDV  is  mounted  on  a  cart  that  can  be  moved  along  the  entire 
length  of  the  flume.  The  cart  is  supported  by  rails  that  are  att2u:hed  to  the  top  flanges  of  the 
channel. 
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Laser  velocimetry  is  unique  in  that  the  measurement  does  not  result  in  the  flow  distur¬ 
bances  that  are  associated  with  other  methods  of  flow  measurement,  like  electromagnetic 
current  meters  and  hot-film  sensors.  The  only  component  of  the  instrument  that  contzu:ts 
the  water  is  the  laser  bezim,  which  does  not  affect  the  flow.  The  velocity  is  computed  using 
electro-optic  techniques  that  extract  the  velocity  of  the  flow  from  the  laser  light  scattered  as 
small  particles  pass  through  the  intersection  of  the  laser  beams. 


2.2.2  Background 


The  fringe  model  is  a  useful  tool  for  understanding  the  basic  principles  of  laser  velocime¬ 
try.  For  a  more  comprehensive  treatment  see,  for  example,  Durst  et  al.  (1976).  An  inter¬ 
ference  pattern  is  created  when  two  laser  beams  intersect.  This  fringe  pattern,  as  shown  in 
Figure  4,  contains  bright  and  dark  zones  that  develop  due  to  the  wave  characteristics  of  light. 
The  physiced  characteristics  of  the  fringe  pattern  are  a  function  of  the  frequency  and  geometry 
of  the  two  intersecting  laser  beams.  This  fringe  pattern  develops  in  the  plane  that  is  defined 
by  the  center  lines  of  the  two  intersecting  beams.  Particles  that  are  traveling  in  this  plane  and 
cross  through  the  intersection  volume  scatter  light  as  they  travel  through  the  bright  zones. 


Figure  4:  Diagram  of  the  fringe  pattern  which 

occurs  within  the  measurement  volume, 
at  the  intersection  of  two  laser  beams. 


The  frequency  of  the  scattered  light  is  proportional  to  the  speed  of  the  peirticles  traveling 
through  the  fringe  pattern.  This  is  because  of  the  “Doppler  effect”,  where  the  motion  of 
the  particles  passing  through  the  light  changes  its  appeu-ent  frequency,  a  concept  described 
form2illy  by  Christian  Doppler  in  the  mid  ISOO’s  (e.g.,  see  Toman,  1984).  The  Doppler  signal 
produced  by  a  particle  traveling  through  a  standing  fringe  pattern  does  not  contain  directional 
information.  Particles  traveling  at  the  same  speed  in  opposite  directions  produce  identical 
Doppler  signals.  Shifting  the  frequency  of  the  intersecting  beams  by  a  known  amount  creates 
a  fringe  pattern  that  is  traveling  at  a  known  velocity.  Thus,  particles  traveling  through  the 
fringe*  pattern  at  the  same  speed  in  opposite  directions  produce  unique  Doppler  signals. 


2.2.3  The  Two  Axis,  Forward-Scatter  System 

Designed  and  constructed  in  Dr.  Yogi  Agrawal’s  laboratory,  this  LDV  system  is  a 
duplicate  of  a  field  system  (Agrawal  ic  Belting,  1988)  used  on  SEADUCT  (see  description  in 
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Nowell  et  al.,  1985),  and  measures  two  axes  of  velocity  at  a  point  in  the  flume.  This  allows 
for  simultaneous  estimates  of  the  horizontal  and  the  vertical  velocities,  which  can  be  used  to 
describe  a  two-dimensional  flow.  The  system  is  configured  in  forward-scatter  mode,  meaning 
that  the  Doppler  signal  is  received  at  an  angle  of  180°  from  the  optics  that  produce  the  laser- 
beam  intersection  point.  Forward  scatter  has  the  advantage  of  a  high  signal-to-noise  ratio 
emd  2dlows  the  use  of  a  relatively  low-power  laser. 


The  system,  shown  schematically  in  Figure  5,  is  composed  of  two  optical  systems.  The 
sending  optics  consist  of  the  laser,  beam  splitter,  Bragg  cells,  beam  shifter,  and  sending 
mirrors.  The  receiving  optics  consist  of  the  receiving  mirror,  focusing  lens,  photodetector  and 
electronics.  The  sending  and  receiving  optics  are  each  mounted  within  their  own  plexiglass 
cylinders.  The  two  cylinders  straddle  the  flume,  supported  on  a  platform  by  an  aluminum  I- 
beeun.  The  support  beam  is  mounted  to  a  computer-controlled,  two-eocis,  stepper-motor  stage. 
The  steeper-motor  assembly  positions  the  laser  in  the  vertical  and  cross-stream  directions; 
the  zdong-chzmnel  position  is  manually  controlled  by  rolling  the  cart  along  the  rails  on  top  of 
the  flume. 


ELECTRONICS 


PHOTODETECTOR 


MEASUREMENT 

- 


VOLUME 


LENS 

MIRROR 


Figure  5:  Schematic  drawing  of  the  laser-Doppler  velocimeter. 


The  LDV  system  measures  two  components  of  velocity  using  a  laser  beam  split  into  three 
beams  that  intersect  at  the  measurement  volume.  The  measurement  volume  is  approximately 
ellipsoidal,  with  a  long  axis  in  the  transverse  direction  of  1  mm  in  length  and  a  circular  cross- 
section  of  0.3  mm  in  diameter.  Within  the  measurement  volume,  one  pair  of  beams  (the  A 
channel)  forms  an  interference  pattern  oriented  41°  upward,  and  another  peur  (the  B  channel) 
generates  a  pattern  oriented  44°  downward.  The  Doppler  signals  from  the  A  and  B  channels 
are  sent  from  the  LDV  microprocessor  to  the  software  package  where  an  algebrzdc  expression 
transforms  the  velocity  to  horizontal  and  vertical  components.  The  measurement  volume 
orientation  and  the  algebraic  expressions  zire  given  in  Appendix  I. 
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Sending  Optics:  The  source  of  laser  light  is  a  8  mW  Helium-Neon  laser.  The  beam 
that  is  produced  is  red  in  color  and  has  a  wavelength  of  623.8  nm.  The  single  beam  is  passed 
through  a  beam  splitter  that  produces  three  equally  spaced  co-planer  beams  of  equal  power. 
The  three  beams  are  then  passed  through  Bragg  cells  which  shift  the  frequency  of  the  Iztser 
beams.  The  common  beam  is  shifted  by  39.5  mHz  and  the  A  and  B  beams  are  shifted  by 
38.5  mHz  and  43.5  mHz,  respectively.  Shifting  the  beams  sets  the  fringe  pattern  in  motion  and 
cdso  produces  a  carrier  signal  from  which  the  Doppler  signal  can  be  filtered  when  processing 
the  output  of  the  photodetector.  The  center  beam  is  then  moved  out  of  the  plane  so  that  the 
three  beams  form  the  corners  of  a  triangle.  The  beams  then  hit  mirrors  which  converge  the 
triangle  to  a  single  point  producing  the  measurement  volume. 

Receiving  Optics:  The  image  of  the  intersection  volume  is  focused  onto  photode¬ 
tector  using  a  45°  mirror  and  the  lens.  Both  the  mirror  eind  lens  are  adjustable  to  allow 
alignment  of  the  system.  The  signal  from  the  photodetector  consists  of  two  velocity  signals, 
as  well  as  noise.  These  signals  consist  of  a  carrier  signed  which  is  a  sine  wave  that  heis  a  fre¬ 
quency  equal  to  the  frequency  difference  between  the  two  intersecting  beams.  The  A  and  B 
channels  have  1  mHz  and  4  mHz  carriers,  respectively.  Superimposed  on  these  carrier  waves 
are  the  Doppler  signals.  The  output  of  the  photodetector  is  passed  through  a  power  splitter 
and  mixer  which  only  allows  signals  that  are  1  mHz  ±  30  kHz  or  4  mHz  ±  30  kHz  to  pass 
through.  The  two  signals  which  are  able  to  peiss  through  the  power  splitter  are  produced  by 
light  scattering  at  the  intersection  volume.  The  signals  are  then  paissed  through  low-pass  fil¬ 
ters  to  remove  the  carrier  signal,  resulting  in  the  Doppler  frequency  for  the  A  and  B  channels. 
These  signals  are  then  passed  to  the  microprocessor,  which  finds  the  predominant  frequency 
for  each  channel  and  assigns  a  two-digit  hexadecimal  number  corresponding  to  that  frequency. 
The  LDV  microprocessor  samples  at  each  channel  at  32  Hz,  and  sends  a  block  of  data  to  the 
data-acquisition  system  once  per  second.  The  hexadecimal  number  is  converted  to  velocity 
by  multiplying  it’s  decimal  equivalent  by  0.2649  cm  s"^  (see  Appendix  I  for  calculation  of 
this  conversion  constant).  The  resolution  of  the  ssunpling  scheme  is  ~0.25  cm  s~^. 


2.2.4  Data  Acquisition  and  Processing  Software 

The  data  eu:quisition  and  processing  software  was  developed  to  give  reed-time  information 
on  the  flow  chareicteristics.  By  contrast,  the  LDV  used  in  SEADUCT  was  a  data-recording 
instrument  using  a  communications  progreun  that  received  and  recorded  the  hexadecimal 
velocity  record  for  subsequent  processing  on  the  VAX  system.  The  software  developed  for 
the  fiume  incorporates  the  laser  movement,  control  of  the  LDV  microprocessor,  and  real-time 
processing  into  one  integrated  package. 

The  system  processes  the  32  Hz  (changeable,  with  considerable  effort,  to  512  Hz)  velocity 
signal  that  is  received  in  blocks  from  the  LDV  microprocessor  once  a  second.  The  result  of  the 
processing  is  displayed  on  the  screen  in  all  of  the  various  modes  of  data  acquisition.  A  sample 
of  the  screen  displaying  real-time  ^uld  accumulated  results  can  be  seen  in  Figure  6.  The  laser 
position,  and  the  window  filter  vedues  (the  pre-set  velocity  limits  which  filter  out  wild  points) 
eire  displayed  at  the  top.  The  real-time  section  displays  instantaneous  horizontal  and  verticzd 
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velocities,  percent  drop-out  (drop-out  occurs  when  the  Doppler  signal  is  not  strong  enough 
to  be  processed),  percent  rejected  by  the  window  filters  and  the  elapsed  time.  The  real¬ 
time  section  is  a  one-second  average  and  is  updated  every  second.  The  accumulated  section 
contains  average  streamwise  (u)  and  verticad  (w)  velocities,  standard  deviations  for  the  u  and 
u;  velocities,  u'w'  =  cov{u,w)  (the  average  product  of  the  random  fluctuating  portion  of  the 
two  velocity  components),  percent  drop-out  and  percent  rejected  by  the  window  filters.  The 
accumulated  section  is  averaged  over  the  entire  record  and  updated  once  a  second. 


LASER  POSITION  WINDOW  FILTER 

X  Y  Z  UMIN  UMAX  WMIN  WMAX 

13.00  0.00  1.00  2.8  22.8  -10.0  10.0 

***»  VELOCITY  MEASURED  IN  CM/S 

*«**«it»««««*REAL  time******* ******* 

HORIZONTAL  VELOCITY  «=  15.49 
VERTICAL  VELOCITY  =  0.15 

PERCENT  DROPOUT  =  0.00 

PERCENT  REJECTED  =  0.00 

ELAPSED  TIME  «  50  /  360 

********  * ACCUMULATED  RESULTS  ******* 

U  VELOCITY  =  14.60 

W  VELOCITY  =  0.06 

U  STD. DEV.  =  1.84 

W  STD. DEV.  =  0.92 

UPRIME  WPRIME  =  -0.52 

PERCENT  DROPOUT  =0.06 
PERCENT  REJECTED  =0.00 


Figure  6:  Sample  of  the  data  screen  for  the  LDV  software  package  which  accompanies  the 
17-Meter  Flume. 


The  system  allows  for  four  different  modes  of  operation.  1)  The  current-meter  mode  is 
used  for  flow  diagnostics  when  setting  up  a  flow  regime  in  the  flume.  This  mode  displays  all 
the  flow  information  but  does  not  produce  any  data  files.  2)  The  single-point  mode  allows 
data  records  to  be  generated  at  one  position.  3)  The  automated-profiling  mode  is  used  to 
generate  vertical  and  cross-stream  profiles  (sampling  for  a  pre-set  time  intervad  at  designated 
positions  in  the  verticsd  or  cross-stream).  The  locations  where  data  are  to  be  taken  are  entered 
initially  and  the  system  automatically  executes  the  profile.  4)  The  time-series  mode  gives  a 
velocity  record  at  a  single  point  over  a  set  period  of  time.  The  real-time  screen  is  displayed 
in  all  of  the  acquisition  modes. 

There  are  two  options  (which  can  be  used  simultaneously)  for  producing  data  records. 
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One  option  creates  hexadecim2il  raw  data  records  which  can  be  processed  using  the  soft¬ 
ware  processing  programs  described  in  this  report  or  using  the  VAX  programs  developed  for 
Dr.  Agrawal’s  field  LDV.  The  second  option  creates  processed  data  in  tabulated  files  that  can 
be  imported  to  a  spread-sheet  or  a  statistical  program  for  plotting  and  statistical  analysis. 

The  real-time  processing  softweire  is  written  in  Basic  using  Microsoft’s  QuickBasic.  The 
system  has  been  designed  so  that  little  computer  knowledge  is  required  to  operate  the  menu- 
driven  system.  The  specifics  of  the  software  options  and  operations  are  described  elsewhere 
(see  3.3). 


2.3  OTHER  INSTRUMENTATION 


The  other  instrumentation  associated  with  the  flume  is  described  in  order  of  decreeising 
sophistication.  Two  instruments  are  used  to  measure  the  fluid  discharge  in  the  return  pipe. 
The  first  is  a  fibergleiss  venturi  flow  element  which  measures  the  volumetric  flow  rate  through 
the  return  pipe.  The  differential  pressure  between  the  flow  in  the  pipe  and  the  flow  at  the 
constriction  created  by  the  element  is  used  to  determine  the  discharge.  The  discharge  [Q,  in 
m^  s~^)  is  determined  from  the  head  (if  =  Ap/pg,  where  p  =  pressure,  p  =  fluid  density, 
and  g  =  acceleration  due  to  gravity),  presently  measured  in  centimeters  on  a  manometer, 
and  from  fluid  density  (in  g  cm”^)  according  to  the  expression  Q  =  3.001  x  where 

several  dimensional  quantities  have  been  absorbed  into  the  constant.  The  second  is  a  Signet 
Flosensor  which  uses  a  small  paddle  wheel  mounted  in  the  return  pipe  to  estimate  the  velocity 
at  that  point  in  the  pipe.  By  assuming  fully  developed  pipe  flow,  the  discharge  is  calculated 
and  displayed  on  a  digital  indicator.  The  slope  of  the  flume  is  determined  by  using  a  pointer 
gauge  that  measures  the  chemge  in  elevation  of  the  raceway  at  a  location  13  m  from  the  pivot 
point.  The  gauge  consists  of  a  pointer  attached  to  a  support  that  is  amchored  to  the  floor 
and  a  meter  stick  that  is  attau:hed  to  the  steel  I-beam  which  supports  the  flume  raceway.  The 
weir  and  valve  settings  are  measured  using  protractors  mounted  on  the  adjusting  wheels.  The 
depth  of  the  flow  is  measured  with  rules  mounted  on  the  flume  at  three  positions  along  the 
channel  and  adjusted  so  they  all  reaul  the  same  value  when  the  flume  has  zero  slope. 

An  anadog  to  digital  board  that  mounts  into  one  of  the  expansion  slots  in  the  PC  also 
allows  installation  of  tramsducers  for  the  various  flume  settings  and  conditions.  The  board 
requires  a  0  to  5  v.d.c.  input,  and  therefore,  signed  conditioning  will  be  required.  There  are 
no  tramsducers  instadled  on  the  flume  at  the  time  of  this  report. 


2.4  THE  COOLING  SYSTEM 
2.4.1  Introduction 

The  cooling  system  is  designed  to  control  the  temperature  of  the  water  circulating  in  the 
flume.  The  temperature  of  the  circulating  water  is  influenced  by  three  major  fau:tors;  the  heat 
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input  from  the  circulation  pump,  the  heat  removed  by  the  cooling  system,  and  the  ambient 
room  temperature.  By  balancing  the  heat  input  from  the  pump  and  the  heat  removed  by  the 
cooling  system,  it  is  possible  to  achieve  a  large  range  of  operating  temperatures  for  the  flume. 
Higher-temperature  flows  (up  to  10®C  above  ambient)  are  produced  by  running  the  flume 
until  the  heat  from  the  pump  has  raised  the  water  temperature  to  the  desired  level.  Low- 
temperature  flows  (down  to  a  predicted  4‘’C)  are  produced  by  running  the  cooling  system  at 
full  capacity  until  the  temperature  reaches  the  desired  level.  Once  the  water  is  at  the  correct 
temperature,  the  microprocessor  controller  regulates  the  flow  of  coolant  to  maintain  the  set 
temperature.  For  more  detailed  information  on  the  cooling  system  see  Chapman  ic  Galat 
(1988). 

2.4.2  Description 

A  schematic  of  the  cooling  system  (Fig.  7)  shows  the  basic  operation  of  the  refrigeration 
cycle.  Heat  is  removed  from  the  water  in  the  basin  as  the  R-12  coolent  evaporates.  The 
vapor  is  then  circulated  back  to  the  condensing  unit  where  it  is  condensed  back  to  a  liquid 
and  compressed.  The  liquid  then  travels  to  the  solenoid  valve.  If  the  temperature  controller 
senses  that  the  water  temperature  is  too  hot  then  the  valve  opens  and  the  liquid  travels  to  the 
expansion  valve.  The  expansion  valve  returns  the  liquid  to  a  low  pressure  and  the  R-12  flows 
into  the  heat  exchamgers  where  it  evaporates  and  the  cycle  continues.  There  are  four  heat 
exchangers  and  four  condensing  units,  each  with  their  own  expansion  and  solenoid  valves. 
There  are  two  temperature  controllers,  with  each  controlling  half  of  the  system. 


CONDENSING  UNIT 


HEAT  EXCHANGER 

Figure  7:  Schematic  drawing  of  the  flume  cooling  system. 
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The  panel-type  heat  exchangers  zure  constructed  of  0.6-nun-thick  titanium  sheets.  The 
two  sheets  are  welded  together  amd  the  R-12  flows  in  a  serpentine  path  through  the  panel. 
Each  panel  has  1.8  m*  of  surface  area  and  30.5-cm-long  titanium  lead  pipes.  The  panels 
were  manufzwitured  by  Tranter  zuid  were  halogen-leak  tested,  cleaned,  dried  and  sealed  for 
refrigeration  service  by  the  factory.  The  four  heat  exchangers  are  mounted  vertically  in  a 
fiberglass  rack  in  the  center  of  the  basin  and  aligned  parzJlel  to  the  main  flow  into  the  basin. 

The  Tecumseh  condensing  units  are  powered  by  2  hp  electric  motors  and  are  located 
outside  of  the  CRL.  Each  unit  is  capable  of  removing  19,500  BTU  hr"^  from  the  system.  The 
R-12  is  piped  from  the  condensing  unit  to  the  heat  exchangers  via  insulated  copper  piping. 
The  four  solenoid  valves  are  mounted  on  the  back  wall  of  the  CRL  and  each  has  a  pilot  light 
that  is  illuminated  when  the  valve  is  open. 

The  Omega  CN9000  temperature  controllers  zue  microprocessor  driven  and  are  fully  pro- 
grzunmable.  Each  controller  uses  a  copper-constantan  thermocouple  probe  to  sense  the  tem¬ 
perature  of  the  water.  The  connection  between  the  probe  and  the  return  wire  is  potted  in 
silicon  to  protect  the  connection  from  splash  and  moisture.  The  controllers  have  a  digital  dis¬ 
play  with  a  0.1°C  resolution.  The  microprocessor  can  be  progrzinuned  using  the  four  buttons 
located  on  the  face  below  the  display. 

To  reduce  the  amount  of  cooling  capacity  required  to  mzuntzdn  the  water  temperature,  all 
of  the  mzun  components  of  the  flume  have  been  insulated  (refer  to  Fig.  8).  All  piping  has 
been  wrapped  with  2.5-cm-thick  black  neoprene  fozun,  with  a  manufacturer-quoted  R  value 
of  4.  The  bottom  and  sides  of  the  raceway  axe  insulated  with  removable  panels  of  foil-backed, 
closed-cell  fozun  with  an  R  value  of  14.  The  top  of  the  raceway  hza  wood  covers  that  are  not 
insulated,  to  avoid  the  possibility  of  insulation  entering  the  water  and  circulating  through  the 
system.  The  bzisin  is  covered  by  two  removable  panels  constructed  of  wood  and  polyethylene 
sheeting  to  reduce  heat  loss  due  to  induced  convection  over  the  basin. 


Figure  8;  Detailed  drawing  of  the  Thermax 
insulation  panels  (top)  which  cover 
the  sides  and  bottom  of  the  flume 
raceway,  and  of  the  foam  insulation 
(bottom)  that  covers  the  return  pipe 
(see  Fig.  1). 


2.5  SAMPLE  FLUME  SETTINGS 


I  -  beam 


1  Foom 
Insulation 


7 


Duct 

Tape 


The  17-Meter  Flume  wzus  designed  to  produce  a  flow  that  is  driven  agzunst  the  retarding 
efiFect  of  boundzuy  friction  by  a  streamwise  gravitational  force  produced  by  a  sloping  bottom 
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(see  Trowbridge  et  al.,  1989).  To  eliminate  a  horizontal  pressure  gradient,  the  water  surface 
in  the  sloping  flume  must  be  parallel  to  the  flume  bottom.  This  is  accomplished,  for  a  given 
dischzirge,  by  tilting  the  raceway  and  adjusting  the  weir  so  that  water  depth  h  is  identical 
everywhere  along  the  cheuinel,  as  described  in  Section  3.2.  Sample  flume  settings  for  a  selection 
of  flows  likely  to  be  of  interest  to  coastal  oceanographers  are  given  in  Table  1.  The  mean 
velocity  and  Reynolds  stress  profiles  for  these  flows  are  shown  in  Figure  9.  All  flows  are 
over  the  smooth  PVC  false  bottom;  flow  characteristics  may  vaxy  substantially  if  there  is 
significamt  bottom  roughness  (e.g,  see  Trowbridge  et  al.,  1989). 


Table  1:  Flume  settings  for  flows  shown  in  Figure  9.  Water  depth  was  11.9  -  12.4  cm 
and  water  temperature  was  20° C,  except  for  the  10  cm  s"^  flow,  where  water 
temperature  was  7°C.  u,^  is  the  boundary  shear  velocity  calculated  using 
the  Reynolds  stress  technique,  as  described  in  Trowbridge  et  al.  (1989). 


Nominal  Valve  Slope  of 
Surface  Position  (°)  Raceway 
Velocity  ( x  10“^) 

(cm  s~^) 


Weir**  Signet 

{%  restriction)  Flowmeter 
(gal  min“^) 


Venturi 
Flowmeter 
(gal  min"^) 


u., 


(cm  s  ^) 


10 

40* 

0 

94 

54 

98 

0.50 

20 

200* 

1.2 

84 

100 

125 

0.81 

30 

0” 

2.7 

74 

160 

194 

1.20 

40 

170** 

4.8 

65 

212 

254 

1.56 

50 

35*** 

7.4 

54 

282 

328 

2.00 

From  measurements  of  the  openings  (cross-stream  distance)  between  blades  in 
the  weir,  and  reported  as  a  percentage  of  the  total  cross-stream  width  (60  cm) . 

*  indicates  number  of  full  turns  of  valve  prior  to  obtaining  position  shown: 

*  =  one  turn,  **  =  two  turns,  ***  =  three  turns. 
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HEIGHT  ABOVE  BOHOM  (cm)  _  HEIGHT  ABOVE  BOTTOM  (cm) 


A 


B 


SURFACE  VELOCITY 
=1^  10  cm/s 

O  20  cm/s 
□  30  cm/s 

A  4-0  cm/s 
■  50  cm/s 


SURFACE  VELOCITY 
^  10  cm/s 

O  20  cm/s 
□  30  cm/s 

A  40  cm/s 
■  50  cm/s 


Figure  9;  Profiles  of  mean  velocity  (A)  and  Reynolds  stress  (B)  for  a  selection  of  flows. 
Refer  to  Table  1  for  flume  settings. 
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3  INSTRUCTIONS  FOR  USE 


Checklists  for  start-up  and  shut-down  of  the  dume  are  given  in  Appendix  II. 


3.1  FILL  UP 


Note:  When  filling  the  flume,  first  check  to  make  sure  sump  valve  is  closed,  and  have 
someone  on  site  responsible  at  all  times  to  avoid  flooding  the  CRL! 

Freshwater:  Filling  the  flume  basin  to  a  depth  that  completely  covers  the  cooling  panels 
with  freshwater  requires  roughly  8  hours.  The  water  tap  is  located  on  the  vertical  beam  at  the 
bottom  of  the  staurs  leading  to  the  platform  surrounding  the  Deep  Submergence  Laboratory’s 
(DSL)  test  tank  (Fig.  10).  The  hose  is  also  stored  at  the  bottom  of  the  stairs.  Fill  the 
main  basin  until  the  water  surface  is  midway  up  the  titanium  pipes  that  lead  to  the  heat 
exchangers.  Care  should  be  taken  not  to  fill  the  basin  beyond  the  top  of  the  titanium  pipes. 
The  pipes  under  the  black  insulation  are  copper;  leaching  could  result  if  the  water  level  is  too 
high,  emd  copper  is  toxic  to  many  organisms. 

Seawater:  To  fill  the  flume  with  seawater  requires  10  to  14  hours,  depending  on  the 
number  of  other  users  of  the  seawater  system  at  the  CRL.  Prior  to  filling  the  flume  sump, 
check  with  other  seawater  users  at  the  CRL  because  the  seawater  volume  entering  the  CRL  is 
not  sufficient  to  accommodate  all  users  simultaneously,  without  temporarily  depriving  one  or 
more  of  the  users.  The  seawater  value  is  located  on  the  wall  with  windows  at  the  downstream 
end  of  the  flume,  in  the  region  of  the  sump  (Fig.  10).  Cartridge  filter  holders  are  attached 
to  the  spigot  and  a  garden  hose  screws  onto  the  filter  outlet.  The  seawater  must  be  filtered 
to  prevent  fouling  of  the  system.  The  greater  the  filtration  the  longer  the  period  to  fill  the 
system.  Cartridge  filters  are  available  at  the  flume  facility  in  1-  emd  10-fjim  sizes.  Filtering 
with  a  10-/.tm  filter  is  adequate  for  most  studies  and  gives  the  best  LDV  signal.  When  l-/im 
filtered  water  is  required,  the  lO-fiin  and  1-^m  filters  should  be  pleiced  in  serial,  the  10-/im 
filter  acting  as  a  prefilter.  The  seawater  tap  and  filters  are  located  on  the  side  wall  of  the 
CRL  next  to  the  basin.  The  seawater  comes  from  em  intake  pipe  located  offshore  of  the  CRL 
in  Vineyard  Sound.  Fill  the  water  to  the  level  specified  in  the  freshwater  section. 


3.2  START  UP 

Step  One:  There  are  three  main  circuit  breakers  (refer  to  Fig.  10)  that  must 
be  turned  on  to  activate  the  power  supply  to  the  flume.  Two  of  the  breakers 
are  located  on  the  wall  to  the  right  just  iifter  entering  the  high  bay  &ie&  of  the 
building;  they  are  labeled  “Flume  Lift  Pump”  and  “Flume  Water  Pump”.  The 
third  box  is  located  at  the  base  of  the  stairs  that  lead  up  to  the  DSL  platform, 
emd  is  labeled  “Flume  Pump  Control” . 
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Step  Two:  The  pump  requires  a  freshwater  supply  to  protect  the  impeller 
bearings.  The  valve  for  the  freshwater  is  located  on  the  basin  wall  behind  the 
pump  (Fig.  10).  There  is  a  pressure  gauge  attached  to  the  valve;  make  sure  that 
the  pressure  is  at  least  20  psi.  The  water  from  the  bearing  protection  system 
discharges  from  a  small  copper  pipe  into  the  drainage  channel  right  below  the 
raceway  pivot.  Visual  verification  of  discharge  from  this  pipe  ensures  that  the 
pump  is  receiving  a  continuous  supply  of  water. 

Step  Three:  Check  that  there  is  nothing  within  the  raceway  that  could  be 
swept  into  the  settling  basin.  Small  objects  could  make  their  way  through  the 
protective  mesh  at  the  bottom  of  the  basin  and  deimage  the  pump.  Check  that 
the  vertical  blinds  are  in  an  open  position,  emd  that  the  end  box  is  diverting  the 
flow  into  the  correct  basin. 

Step  Four:  Open  the  main  valve  one  turn.  Press  the  low  speed  button  on 
the  power  switch  which  is  adjacent  to  the  pivot  point  on  the  steel  I-beam  that 
supports  the  raceway  (see  Figs.  1  and  10).  The  pump  must  operate  at  the  low 
speed.  The  impeller  currently  installed  in  the  pump  was  designed  to  operate  at 
this  low  speed  and  operating  at  the  high  speed  may  damage  the  pump. 

Step  Five:  Adjust  the  flume  controls  to  achieve  the  desired  flow.  Sample  settings 
are  given  in  Table  1.  To  obtain  flows  not  presented,  estimate  volumetric  discharge 
and  the  mean  bottom  shear  stress  (rj)  for  the  required  depth  and  velocity.  Adjust 
the  hydraulic  jack  to  obtain  the  slope  that  results  from  solving  for  9  (the  slope  of 
the  flume  from  the  horizontal)  in  the  equation,  ri,  =  pghsinO,  (see  Trowbridge  et 
al.,  1989)  using  your  estimated  rj.  Using  water  depth  and  the  Signet  Flosensor  eis 
guides,  adjust  the  main  valve  and  the  weir  to  develop  a  flow  that  is  roughly  the 
desired  condition.  Fine-tuning  of  the  flow  is  achieved  by  using  the  LDV  to  monitor 
velocity  while  finely  adjusting  the  weir  to  obtain  the  desired  velocity.  When  the 
desired  velocity  is  achieved,  adjust  the  main  valve  to  achieve  the  desired  water 
depth.  This  is  an  iterative  procedure. 


3.2.1  Shut  Down 

Step  One:  Turn  off  pump  and  close  all  valves.  Turn  off  water  supply  to  the 
pump  impellers,  and  then  all  circuit  breakers.  Return  flume  slope  to  zero  after  all 
water  has  drained  from  raceway. 

Step  Two:  If  using  seawater  or  if  the  freshwater  has  become  dirty,  then  draining 
the  basin  is  required.  The  drain  valve  for  the  main  basin  is  located  underneath 
the  basin  in  the  supply  feed  pipe.  Entry  to  the  sub-basin  area  is  made  through  the 
trap  door  directly  below  the  bypass  valve  (Fig.  10).  An  automatic  sump  pump 
transfers  the  drzunage  from  the  sub-basin  area  to  the  drmnage  channel.  To  avoid 
flooding  the  CRL,  only  open  the  valve  one-quarter  turn  and  make  sure  that  the 
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Figure  10:  Diagram  (not  to  scale)  of  the  high-bay  area  at  the  CRL  showing  locations 
of  instruments  and  equipment  relevemt  to  flume  operations. 


22 


sump  pump  is  operating  correctly  before  leaving  the  flume.  The  circuit  breaker  for 
the  sump  pump  is  ^  34  in  the  “Main  Breaker”  box  (Fig.  10)  and  should  always 
be  “on”. 


3.3  LDV  OPERATION 


3.3.1  General  Comments 


The  LDV  is  a  delicate  instrument.  The  alignment  of  the  receiving  and  sending  optics  can 
be  altered  if  the  LDV  is  jarred.  Misalignment  will  be  reflected  in  a  high  drop-out  rate.  If 
this  occurs,  contact  the  flume  technician  (through  the  CRC  administration)  for  instructions 
on  realignment. 


3.3.2  Start  Up 

Step  One:  Connect  extension  cord  to  the  power  strip  located  on  the  LDV  cart 
on  top  of  the  flume  (see  Fig.  1).  Connect  the  two  RS-232  communication  cables 
from  the  LDV  cart  to  the  computer.  The  cables  are  color-coded.  The  yellow  cable 
goes  from  COM  2  on  the  computer  to  the  stepper  motor  controllers  and  the  green 
cable  goes  from  COM  1  on  the  computer  to  the  LDV  microprocessor. 

Step  Two:  Turn  on  the  computer.  Once  the  computer  has  booted,  the  operating 
system  menu  will  appear.  Select  the  ‘17-Meter  Flume  LDV’  option  from  this 
menu.  This  option  will  start  up  the  menu-driven  software.  If  the  program  prompts 
‘Enter’,  then  type  in  the  required  information  and  hit  the  enter  key.  If  the  program 
prompts  ‘Hit’  ,  then  press  the  desired  key  amd  do  not  press  the  enter  key.  For  a 
detailed  explanation  of  the  menu  options  see  3.3.4  -  3.3.7. 


3.3.3  Shut  Down 

Step  One:  Select  the  ‘Exit  From  Program’  option  from  the  data  acquisition 
menu  so  that  the  main  menu  will  appear.  Select  the  ‘Return  to  System’  option. 
To  protect  the  hard  disk,  retract  the  read/write  head  from  the  hard  disk.  This  is 
done  by  typing:  ‘Retract  (Enter)’.  Turn  the  power  to  the  computer  oflf. 

Step  Two:  Located  on  the  communications  cable  (green)  for  the  LDV,  there 
is  a  spring-loaded  toggle  switch.  This  switch  must  be  held  in  the  “on”  position 
when  the  power  strip  for  the  LDV  is  turned  off.  It  is  importamt  that  this  switch  is 
activated  when  powering  down  the  laiser  to  avoid  microprocessor  hamg-up.  If  the 
microprocessor  hamgs-up,  contact  the  flume  technician  for  assistance. 
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3.3.4  Software  -  Main  Menu 

The  first  menu  that  appears  upon  entering  the  software  is  the  main  menu.  The  main 
menu  allows  easy  access  to  the  most-frequently  used  programs.  There  are  other  programs 
that  allow  for  more  detmled  analysis  of  the  data.  These  programs  and  their  instructions  are 
available  upon  request.  The  following  is  a  description  of  the  four  options  in  the  main  menu. 


Data  Acquisition.  This  will  start-up  the  program  used  to  communicate  with 
the  LDV  emd  the  stepper  motors.  This  is  the  main  part  of  the  software. 

Data  Processing.  This  will  bring  you  into  a  program  which  allows  processing 
of  existing  raw  data  files.  The  program  gives  options  for  data  filtering.  The  output 
format  of  this  program  is  the  seime  2is  that  of  the  Data  Acquisition. 

Printing  Files.  This  option  permits  print-out  of  the  processed  files  without 
returning  to  the  MS-DOS  operating  system.  Instructions  for  printing  files  are 
given  at  the  start  of  this  option. 

Return  to  Main  System.  This  will  bring  you  into  the  operating  system 
menu. 


Executing  the  data  acquisition  option  begins  the  LDV  start-up  routine.  The  screen  will 
display  the  instructions  for  powering  up  the  system.  When  the  instructions  have  been  com¬ 
pleted  hit  “B”  to  continue.  Next  the  LDV  boot-up  test  will  be  displayed  on  the  screen.  This 
test  checks  to  see  that  the  laser  is  responding  correctly  to  the  program.  The  correct  responses 
that  the  program  is  expecting  are  followed  by  a  {*)  and  the  laser  responses  are  followed  by  a 
(?).  The  program  will  eisk  whether  or  not  the  LDV  responded  correctly.  If  the  einswer  is  “no” 
then  the  program  will  try  again  and  if  the  answer  is  “yes”  then  the  next  screen  will  ask  if  the 
most  recent  parameters  are  to  be  installed.  The  most  recent  parameters  consist  of  the  LDV 
position,  the  remge  of  the  window  filters,  the  measurement  period,  amd  if  the  program  had 
crashed  during  a  profile,  it  will  also  contain  information  that  will  allow  the  profile  to  continue 
where  it  left  ofif. 

The  data-acquisition  menu  will  now  be  displayed.  The  laser  position  is  displayed  at  the 
top  of  the  menu.  The  options  available  and  descriptions  of  their  use  are  listed  below. 


3.3.5  Laser  Movement 

The  coordinate  system  for  the  laser  is  defined  as  follows.  The  z-aocis  runs  parallel  to 
the  raceway  (i.e.,  in  the  streamwise  direction)  with  the  origin  at  the  entrance  to  the  raceway; 
downstream  is  the  positive  direction.  The  y-axis  runs  cross-stream  with  the  center  of  the 
flume  being  the  origin;  fatcing  downstreaun,  the  positive  side  is  to  the  right  of  the  origin.  The 
z-axis  runs  in  the  verticad  direction  and  the  origin  is  the  flume  bottom. 
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Horizontal  Movement.  With  this  option  the  program  will  display  a  prompt 
for  the  new  horizontal  position.  Enter  the  y-coordinate  for  the  position  to  which 
the  laser  is  to  be  moved. 

Vertical  Movement.  This  is  similar  to  option  1;  enter  the  z-coordinate  for 
the  desired  position. 

Enter  the  Coordinates.  This  option  sets  the  z,  y,  and  z  coordinates  allowing 
for  creation  of  any  reference  frame.  Once  the  new  coordinate  system  has  been 
established,  all  movement  is  with  respect  to  the  new  coordinate  system. 


3.3.6  Measurement  Parameters 

The  measurement  parameters  must  be  set  properly  prior  to  entering  into  any  of  the 
measurement  options. 


Measurement  Period.  The  measurement  period  is  the  length  of  time,  in 
seconds,  that  the  LDV  will  send  data  to  the  computer.  In  the  profiling  mode, 
measurement  period  is  the  length  of  the  data  record  at  each  point  in  the  profile. 
In  time-series  mode,  measurement  period  is  the  length  of  time  over  which  data  is 
to  be  taken. 

Window  Filter.  This  is  a  filter  (wild-point  editor)  that  eliminates  points  from 
the  data  stre2mi  which  are  outside  a  specified  rectangular  window.  The  window 
is  based  upon  a  mean  velocity  which  is  taken  prior  to  the  data  record.  This  filter 
prevents  wild  points  from  influencing  the  real-time  processing.  The  program  will 
display  a  prompt  for  the  half  range  of  the  filter  in  cm  s~^.  The  half  range  is  added 
to  the  mean  for  the  upper  limit  and  subtracted  from  the  mean  for  the  lower  limit. 
The  program  then  displays  a  prompt  for  the  length  of  time  over  which  to  calculate 
the  mean  for  the  window.  The  window  is  recalculated  at  each  new  laser  location. 


Cancel  Filters.  This  option  turns  off  the  window  filtering. 


3.3.7  Measurement  Options 

When  data  recording  options  are  chosen,  the  program  will  ask  for  file  management  infor¬ 
mation.  The  output  files  will  contain  the  name  of  the  experiment,  the  initials  of  the  person 
taking  the  data,  the  date  and  time,  and  a  brief  description  of  the  experiment  (optional).  The 
program  needs  to  know  if  raw  zmd  or  processed  files  are  to  be  produced.  The  program  will 
ask  for  a  rootname  for  the  file.  Raw  data  files  will  have  names  that  consist  of  the  rootname 
plus  an  extension  that  is  made  up  of  "R”  and  a  two-digit  number.  In  profiling  mode  the 
raw  data  for  the  first  point  is  called  ‘rootname.ROO’  and  each  subsequent  point  in  the  profile 
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increments  the  two-digit  counter  by  one.  Processed  data  files  have  names  that  consist  of  the 
rootnzune  plus  the  extension  ‘.PRO’. 

Current  Meter.  This  will  display  the  real-time  screen  and  there  will  be  no 
data  record  created. 

Data  Recording.  This  option  is  for  recording  data  for  a  single  point. 

Continue  Data  Recording.  This  option  will  allow  recording  of  data  onto 
the  same  file  created  in  the  ‘Data  Recording’  mode. 

Profiling  Mode.  This  option  is  the  automatic  profiling  package.  The  maximum 
number  of  locations  in  a  profile  is  100.  The  program  will  juk  for  the  number  of 
points  in  the  vertical  and  then  for  the  locations  of  these  points.  The  program 
then  displays  a  prompt  for  the  number  of  cross-stream  locations  that  the  vertical 
profile  should  be  repeated  and  for  the  coordinates  for  these  points. 

Time  Series.  This  option  2dlows  for  a  detailed  record  at  a  single  point.  The 
program  will  display  a  prompt  for  the  length  of  the  processing  (=  averaging) 
intcrvsd.  In  contrast  to  the  ‘Data  Recording’  option,  where  the  processing  interval 
is  equivalent  to  the  entire  length  of  the  record,  the  processing  interval  in  the  ‘Time 
Series’  option  can  be  selected. 

Dump  Data.  This  will  print  the  raw  hexadecimal  data  on  the  screen.  No  data 
records  are  created. 

Leave  Program.  This  will  exit  from  ‘Data  Acquisition’. 

3.4  COOLING  SYSTEM  OPERATION 
3.4.1  Start  Up 

Step  One:  The  cooling-system  fuse  box  is  located  on  the  back  wall  of  the  CRL, 
behind  the  basin  (Fig.  10).  Turn  on  all  of  the  circuit  breakers. 

Step  Two:  Start  circulating  the  water  in  the  flume  and  open  the  bypass  valve 
(Fig.  1)  at  lezist  two  turns.  Water  circulation  is  required  to  maintain  a  high 
coefficient  of  heat  transfer  between  the  heat  exchanger  panels  and  the  water  in 
the  basin,  and  to  prevent  the  panels  from  freezing  up. 

Step  Three:  The  on-off  switch  is  located  on  the  side  of  the  “Cooling  System 
Control  Panel”  (Fig.  10)  which  contains  the  temperature  controllers  and  the 
Signet  Flosensor.  When  the  system  is  turned  on  the  temperature  controllers  will 
display  the  system  temperature.  The  controllers  will  initially  display  the  incorrect 


temperature  until  they  have  “warmed  up”;  the  manufacturer  quotes  a  20-min 
warm-up  period. 

Step  Four:  The  temperature  controllers  display  the  system  temperature  and 
when  the  button  is  pressed  they  display  the  set-point  temperature.  To  change 
the  set-point  temperature,  hold  down  the  button  and  press  the  “T”  button  to 
increase  or  the  button  to  decrease  the  set-point  temperature. 

Note:  When  the  eur  temperature  is  wzurmer  than  the  water  temperature,  air 
condenses  on  the  flume  windows.  A  fan  assembly  which  blows  compressed  air 
2u:ross  the  outside  of  a  section  of  the  windows  on  either  side  of  the  flume  is  available 
to  perm..t;  LDV  measurements  under  these  conditions.  The  fan  assembly  is  located 
on  the  cart  holding  the  LDV  and  stepper  motors. 


3.4.2  Shut  Down 

Step  One:  Turn  the  on-off  switch  “off”.  K  there  is  a  large  temperature  differ¬ 
ential  between  the  flume  water  and  the  room  temperature,  then  keep  the  flume 
running  until  the  temperature  of  the  water  is  close  to  room  temperature.  The  heat 
from  the  pump  will  gradually  warm  up  the  water.  This  step  is  done  to  prevent 
the  glass  windows  from  cracking  due  to  thermal  stresses  resulting  from  a  large 
temperature  differential  on  either  sides  of  the  glass. 
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6  APPENDIX  I 


6.1  LASER  GEOMETRY 


6.1.1  Measurement  Orientation 


FLOW 


COMMON  BEAM 

/  \ 

41  \  ,44' 


A  BEAM 


B  BEAM 


FLUME  BOTTOM 


6.1.2  Beam  Geometry 


c  =  1.35  cm 
d  =  30.48  cm 
e  =  tan-i  ^ 

9  =  2.21  •  10-*  rad 


29 


6.2  CONVERSION  CONSTANT 

fv  = 

where  fu  —  difference  frequency 

n  =  refractive  index  of  fluid 
6  =  half-angle  of  beams 
A  =  wavelength  of  l^er  beam 
Up  =  velocity  of  particle 


-^laaer  “  6.33  •  10  ®  cm 

*^water  ~  1.33 

sin  $  =  2.21  •  10-* 


fo  = 


conversion 

processor 

factor 

output 

crystal  frequency 


where 


conversion 

factor 


clock  cycles 

number 

bin 

of  bins 

processor 


output 


hexadecimal  number 
corresponding  to  most 
predominant  frequency 


crystal  frequency 

clock  cycles 
bin 

number 
of  bins 

fo 


2.015  •  10«  Hz 
16 

512 

245.97  Hz/  bin 


Up  =  0.2649  cm/s/bin 
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7  APPENDIX  II 


7.1  FLUME  OPERATION  CHECKLIST:  START  UP 

1.  Turn  on  circuit  breakers  (3  main  breakers  for  flume  eind  the  cooling  system  breakers) 

2.  Turn  on  water  supply  to  pump  impellers  eind  check  that  water  is  discharging  through 
copper  pipe  under  raceway  and  that  the  pressure  gauge  on  the  pump  valve  reads  at 
least  20  psi 

3.  Set  flume  slope 

4.  Open  bypass  (2-turn  minimum  when  using  cooling  system) 

5.  Check  raceway  for  objects 

6.  Set  weir 

7.  Open  valve  one  turn  and  start  pump  (use  low  speed  button  only) 

8.  Turn  on  cooling  system  (do  not  use  if  water  does  not  completely  cover  cooling  panels 
in  sump) 

9.  Post  notices  stating  who  to  contact  in  case  of  a  problem  (include  home  phone  number 
if  flume  will  be  operating  during  off  hours) 

10.  If  appropriate,  tape  open  light  switches  in  high  bay  and  notify  guards 

7.2  FLUME  OPERATION  CHECKLIST:  SHUT  DOWN 

1.  Turn  off  pump  and  close  valves 

2.  Turn  off  water  supply  to  pump  impellers 

3.  Turn  off  all  circuit  breakers 

4.  Lower  flume  raceway  to  zero  slope  after  channel  has  drained  completely 

5.  If  draining  basin,  flrst  dreun  pipe  under  raceway,  then  open  drain  valve  1/4  turn  and 
make  sure  that  sump  pump  is  operating  before  leaving  CRL 
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